Introduction {#Sec1}
============

Compression of the breast in mammography is essential for reducing radiation dose, preventing motion artefacts, and obtaining flattened breast tissue with a homogeneous tissue thickness to improve the dynamic range of luminance and improve visibility by spreading structures in the breast \[[@CR1]\]. An important disadvantage of compression is the pain and discomfort that women experience during and after the examination \[[@CR2]--[@CR4]\]. In some cases, the pain is extremely severe and those women might decide to avoid mammography. However, so far, nearly all efforts to relieve the number of complaints caused by compression have failed \[[@CR5]\].

At the time digital mammography was implemented, so-called flexible compression paddles were introduced with the aim to improve comfort in mammography \[[@CR6]\]. These paddles can be tilted with a hinging mechanism to adjust their position to the conic shape of the breast (see Fig. [1](#Fig1){ref-type="fig"}). Mammography units in the Netherlands are currently supplied with two different compression paddles for screening and diagnostic purposes: a flexible (FP) and a rigid compression paddle (RP). The RP remains approximately parallel to the detector during compression, whereas the FP remains parallel to the detector at first, tilts towards nipple side and ends with the highest point at thorax level. Some manufacturers endorse the use of FP, suggesting it would be less painful for the women \[[@CR6]\], but in practice the paddles are used interchangeably.Fig. 1Compression of the breast with RP (*left*) and FP (*right*). The RP remains approximately parallel to the detector during compression, whereas the FP remains parallel to the detector at first, tilts towards nipple side and ends with the highest point at thorax level

To our knowledge, even though the design of the FP differs fundamentally from the more commonly used RP, no comprehensive study has yet been conducted to study differences in the pain experience and the overall clinical performance of these two paddles. Sardanelli et al. compared the performance of two paddles using monophasic or biphasic compression, respectively, and found the latter performed better on image quality and the amount of breast area depicted \[[@CR7]\]. However, monophasic compression was similar to the RP, but the tilt in biphasic compression was opposite to the FP used in this study. The biphasic compression started angled downward, with the angle being progressively reduced until it was parallel to the cassette holder. A more recent paper by Hauge et al. compared the readout thickness displayed by the mammography machine to the measured thickness of the compressed breast over a range of mammography units, and found greater departures from measured thickness for flexible paddles compared to nonflexible paddles \[[@CR8]\].

The purpose of this prospective cross-over trial is to compare pain experience, projected breast area, radiation dose and technical image quality between FP and RP.

Materials and methods {#Sec2}
=====================

A permit for this study, equal to institutional review board approval, was obtained from the Minister of Health, Welfare and Sport under the Dutch Population Screening Act in October 2010. All women participating signed informed consent.

Study population and design {#Sec3}
---------------------------

The Dutch screening program invites women aged 50 to 75 years biennially and is regionally executed by five screening organizations and 65 screening units \[[@CR9]\]. This study was performed in one mobile screening unit of the screening program for the eastern part of the Netherlands, where standard FP was used. Each screening examination consists of two views, a mediolateral oblique (MLO) and a craniocaudal (CC) view, per breast.

Women, who were invited for a screening examination in October and November 2010, received an information leaflet about the aim of the study one week before their appointment. At the screening, the radiographer answered questions regarding the study and, if positive, asked the woman for informed consent. Women were excluded from the study if they were not of sound mind and judgment (mentally ill or mentally handicapped), if they did not speak or understand the Dutch language and if they had a breast prosthesis.

All mammograms were acquired on a dedicated mammography system, Selenia (Hologic, Danbury, Conn, USA), with 18 × 24 and 24 × 29 cm fields of view (compression force 12.8 ± 1.3 daN). The target force for all compressions was between 12 and 20 daN, but radiographers were allowed to cease compression when the woman verbally expressed severe pain. For FP and RP, the same target force for compression was used, which was registered in the DICOM-header. To enable pairwise comparisons for FP and RP for the same breast and mammographic projection, all women participating in the study received an additional image with RP for one out of four views, i.e., the left or right MLO or left or right CC view, with the order of paddles randomly assigned for the selected view (prospective cross-over design). To minimize differences in the performance of the screening examinations, only three experienced radiographers were involved. The radiographers were skilled in the use of both paddles. Because the differences between the paddles are obvious, the radiographers could not be blinded for the compression paddle that was used. However, before the start of the study, they received instruction about the importance of objective measurements. Also, before the start of the study, we had no expectations about the performance of the paddles.

Pain experience {#Sec4}
---------------

Pain was assessed using a Numerical Rating Scale (NRS) and was scored by the woman directly after each compression (see Table [1](#Tab1){ref-type="table"}). The NRS is an 11-point scale from 'no pain' to 'severe pain,' and is considered a valid instrument to measure pain \[[@CR10]\].Table 1Results of the posterior nipple line distance, the projected breast area, pain experience and radiation dose for FP versus RPnFP (mean ± sem)RP (mean ± sem)Difference FP versus RP (mean ± sem)Difference FP versus RP ( %)pPosterior nipple line distance (cm)CC view14410.9 ± 0.210.9 ± 0.2-0.01 ± 0.03-0.12\*0.71 18 × 24 cm939.5 ± 0.29.5 ± 0.2-0.02 ± 0.04-0.170.69 24 × 30 cm5113.4 ± 0.313.5 ± 0.30.00 ± 0.05-0.020.95MLO view14411.3 ± 0.211.2 ± 0.20.12 ± 0.031.050.00 18 × 24 cm739.3 ± 0.29.3 ± 0.20.03 ± 0.030.310.30 24 × 30 cm7113.3 ± 0.213.1 ± 0.20.21 ± 0.041.580.00Projected breast area (cm^2^)CC view144180.0 ± 5.7178.6 ± 5.61.4 ± 0.50.750.11 18 × 24 cm93142.6 ± 3.7142.2 ± 3.60.5 ± 0.50.320.34 24 × 30 cm51248.0 ± 8.4245.0 ± 8.43.0 ± 1.21.220.01MLO view144218.7 ± 5.5217.0 ± 5.31.7 ± 0.80.790.03 18 × 24 cm73168.7 ± 4.2169.2 ± 4.2-0.5 ± 0.8-0.290.51 24 × 30 cm71270.1 ± 5.5266.1 ± 5.44.0 ± 1.31.500.00Pain experience (NRS scale)2883.82 ± 0.143.74 ± 0.130.08 ± 0.082.060.32Breast thickness (mm)28852.18 ± 0.7456.97 ± 0.67-4.79 ± 0.20-8.40.00Radiation dose (mGy)2881.83 ± 0.031.91 ± 0.03-0.09 ± 0.01-4.50.00\* a minus sign indicates a larger nipple line distance or breast area of the RP

Projected breast area {#Sec5}
---------------------

The length of the posterior nipple line and the projected breast area were estimated to determine which paddle resulted in the largest projected breast area projected on the images (see Table [1](#Tab1){ref-type="table"}).

On the digital image, the length of the posterior nipple line was measured manually as a perpendicular line from the posterior film edge to the nipple (CC) or the pectoral muscle to the nipple (MLO) \[[@CR11], [@CR12]\]. To check for consistency, all measurements were performed twice. The correlation between the first and second measurement was 0.995 (*p* = 0.00) and 0.998 (*p* = 0.00) for FP and RP, respectively.

The projected breast area was estimated with computer software developed in MATLAB (The Mathworks Inc, Novi, MI, USA) using data from the DICOM-header for each mammogram. Two parameters were used from the DICOM-header: the pixel value of the background region in the processed images and the pixel size. The software algorithm marked all pixels above a fixed background level in the 'for presentation' mammogram as being part of the breast surface. Morphologic operations were subsequently applied to ensure that all pixels within the breast area were marked. The algorithm determined the total number of marked pixels *n* for each image. Since the pixel area *a* could be determined from the DICOM-header, the projected breast area could be determined (*n x a*) for each image.

Radiation dose {#Sec6}
--------------

Radiation dose was determined using the breast dosimetry model developed by Dance et al. \[[@CR1], [@CR13]\]. The model of Dance is widely used and validated in the scientific literature and is recommended in the European Guidelines \[[@CR1]\]. Apart from general inherent uncertainties in this model, there are additional uncertainties with FP, since the model assumes a cylinder shaped, flat compressed breast and does not account for tilting paddles. With FP, the breast thickness decreases towards the nipple side, resulting in a wedge shaped breast. Due to the wedge shape of the compressed breast with FP, breast thickness is not unambiguously defined. We chose to calculate glandular dose for both compression paddles using the conversion factors for RP for the following reasons. First, the dose model assumes that the compression paddle is parallel with the breast support table (the situation with RP). Second, breast composition is a function of breast thickness in the dose model, and will thus incorrectly vary for RP and FP. Since breast composition is an inherent property of the breast, we chose to use the breast composition based on RP for dose calculation for both RP and FP. It is acknowledged that some uncertainty exists in the calculated average glandular dose levels for FP due to the fact that the dose model does not account for tilting paddles.

Technical image quality {#Sec7}
-----------------------

Technical image quality was qualitatively reviewed by three radiologists and three radiographers, in two steps. The first blinded unpaired evaluation was performed by two radiologists by consensus, and by one radiographer (see Table [2](#Tab2){ref-type="table"}). A score based on the overall impression of technical image quality of the images was obtained for both paddles and was scored on a scale from 0 to 10. In addition, technical image quality was scored as good, sufficient or insufficient, based on the following projection criteria: area around the nipple well imaged, pectoral muscle imaged, nipple in profile, inframammary angle clearly imaged (MLO view only). Differences in image quality are more easily spotted in pairwise comparisons. A second blind paired comparison was not possible, because the differences between the two paddles were extremely clear and the observers immediately noticed which of the two images was performed with FP. Therefore, a second unblinded paired comparison by a third radiologist and two radiographers by consensus was performed using toggle mode (blinking) to evaluate if one of the two mammograms had better image quality or if they were equivalent (see Table [3](#Tab3){ref-type="table"}). Toggle (or blink) mode alternates new and prior medical images superimposed digitally upon each other, rather than comparing them visually in the side-by-side or up-down fashion. The analyses for technical image quality were performed separately for radiographers and radiologists, because they differed in their focus in the review of technical image quality.Table 2Results of the unpaired evaluation of image quality by radiologists and radiographersMeasurementsCC view (*n* = 144), radiologistsCC view (*n* = 144), radiographersMLO view (*n* = 144), radiologistsMLO view (*n* = 144), radiographersFPRPp-valueFPRPp-valueFPRPp valueFPRPp valueOverall score (0--10)7.27.50.006.57.00.007.37.40.356.46.60.01Display of area around nipple % (n)G59.0 (85)60.4 (87)0.4587.5 (126)75.7 (109)0.0066.7 (96)65.3 (94)0.9687.5 (126)84.7 (122)0.13S34.7 (50)36.1 (52)11.8 (17)22.9 (33)31.9 (46)33.3 (48)12.5 (18)15.3 (22)I6.3 (9)3.5 (5)0.7 (1)1.4 (2)0.7 (1)0.7 (1)M0.7 (1)0.7 (1)Nipple in profile % (n)G68.1 (98)68.8 (99)0.8068.1 (98)68.1 (98)0.8540.3 (58)43.8 (63)0.0565.3 (94)68.8 (99)0.34S17.4 (25)17.4 (25)15.3 (22)16.0 (23)35.4 (51)35.4 (51)18.8 (27)16.7 (24)I14.6 (21)13.9 (20)16.7 (24)16.0 (23)23.6 (34)20.1 (29)16.0 (23)14.6 (21)M0.7 (1)0.7 (1)Display of pectoral muscle % (n)G28.5 (41)29.9 (43)0.3329.9 (43)38.9 (56)0.0364.6 (93)68.8 (99)0.1770.8 (102)83.3 (120)0.00S24.3 (35)26.4 (38)7.6 (11)7.6 (11)28.5 (41)25.7 (37)24.3 (35)13.2 (19)I47.2 (68)43.8 (63)62.5 (90)53.5 (77)6.3 (9)4.9 (7)4.9 (7)3.5 (5)M0.7 (1)0.7 (1)Display of inframammary angle % (n)GNANANANANANA29.2 (42)24.3 (35)0.0860.4 (87)47.2 (68)0.00S31.9 (46)30.6 (44)22.2 (32)31.9 (46)I38.2 (55)44.4 (64)17.4 (25)20.8 (30)M0.7 (1)0.7 (1)G = good, S = Sufficient, I = Insufficient, M = missing, NA = not applicableTable 3Results of the paired evaluation of image quality by radiologists and radiographersMeasurementsCC view (n = 144), radiologists, % (n)CC view (n = 144), radiographers, % (n)MLO view (n = 144), radiologists, % (n)MLO view (n = 144), radiographers, % (n)FPRPNo differencep valueFPRPNo differencep valueFPRPNo differencep valueFPRPNo differencep valueProjects more of the lateral part14.6 (21)62.5 (90)22.9 (33)\<0.0120.1 (29)56.9 (82)22.9 (33)\<0.01NANANANANANANANAProjects more of the medial part10.4 (15)52.1 (75)37.5 (54)\<0.0118.1 (26)44.4 (64)37.5 (54)\<0.01NANANANANANANANAGlandular tissue more to chest wall side31.9 (46)0.00 (0)68.1 (98)\<0.0163.2 (91)0.00 (0)36.8 (53)\<0.0131.2 (45)2.8 (4)66.0 (95)\<0.0145.8 (66)0.00 (0)54.2 (78)\<0.01Better separation glandular tissue\*29.9 (43)1.4 (2)68.7 (99)\<0.019.7 (14)0.00 (0)90.3 (130)\<0.01Pectoral muscle widerNANANANANANANANA20.8 (30)61.1 (88)18.1 (26)\<0.0117.4 (25)62.5 (90)20.1 (29)\<0.01Pectoral muscle deeperNANANANANANANANA16.0 (23)26.4 (38)57.6 (83)0.074.9 (7)10.4 (15)84.7 (122)0.14NA = not applicable\* only scored by radiographers

Statistical analysis {#Sec8}
--------------------

Differences between RP and FP in pain experience, the length of the posterior nipple line, the projected breast area, and radiation dose were compared with the paired t-test. Percent differences were estimated as follows: ((mean outcome FP\*100) / mean outcome RP) -- 100). Stratified analyses were performed according to paddle size, 18 × 24 cm and 24 × 29 cm, and mammographic projection, MLO and CC. For both the unpaired and paired evaluation, differences in the criteria for technical image quality were assessed using the McNemar test. All analyses were performed using SPSS, version 19 (SPSS Inc., Chicago Ill). Two-sided *p* values less than 0.05 were considered to indicate a statistically significant difference.

Results {#Sec9}
=======

In total, 698 women were invited to include 288 women, resulting in a participation rate of 41.3 %. Of these 698 women, 116 could not participate due to logistic reasons, 256 decided not to participate in the study, 37 needed to be excluded beforehand and one was excluded because the height of the bucky needed to be adjusted during the examination. The 37 women were excluded because they did not speak Dutch (*n* = 33), had a breast prosthesis (*n* = 3) or were not of sound mind and judgment (*n* = 1).

The 288 participants underwent one additional CC or MLO view with RP, resulting in 144 CC and 144 MLO images obtained with RP and FP. There was no difference in mean compression force for RP compared to FP (both 12.8 daN ±1.3, *p* = 0.934).

Pain experience was comparable for both compression paddles (see Table [1](#Tab1){ref-type="table"}). For FP, mean pain experience on the NRS scale was 3.82 (sem ± 0.14) and for RP it was 3.74 (sem ± 0.13), resulting in a mean difference of 0.08 (sem ± 0.08; *p* = 0.32). In total, 34 % of the women experienced moderate to severe discomfort with RP (NRS ≥ 5). For FP, this proportion was 36.8 %, indicating a nonsignificant mean difference of 0.26 in favour of RP (*p* = 0.087). The mean pain experience for both paddles tended to be somewhat higher for the MLO view (FP: 4.13 ± 0.20; RP: 4.02 ± 0.19), than for the CC view (FP: 3.50 ± 0.20; RP: 3.46 ± 0.19). However, in both views, the difference between FP and RP was small and not significant.

Radiation dose was determined and 0.08 mGy lower in FP compared to RP (1.83 ± 0.03, 1.91 ± 0.03 respectively; *p* = 0.00), resulting in a 4.5 % percentage difference in radiation dose between both compression paddles.

For the CC view, the mean posterior nipple line length was 10.9 cm (sem ± 0.2 cm, *p* = 0.71) for both compression paddles (see Table [1](#Tab1){ref-type="table"}); there was also no difference between FP and RP according to paddle size. For the MLO view, the posterior nipple line was 0.12 cm longer on FP compared to RP (11.3 ± 0.2; 11.2 ± 0.2 respectively; *p* = 0.00), which was due to the effect observed with the large paddle (24 × 29 cm). The percentage difference observed in all comparisons for this distance parameter ranged from -0.12 % to 1.58 %. The mean projected breast area on the mammogram is larger when using FP, which was also due to the differences in the large paddle. For the CC view, FP resulted in 180.0 ± 5.7 cm^2^ and RP in 178.6 ± 5.6 cm^2^ (*p* = 0.11); for the MLO view, the area depicted was 218.7 ± 5.5 cm^2^ and 217.0 ± 5.3 cm^2^, respectively (*p* = 0.03). The percentage difference between FP and RP for the mean projected breast area in the comparisons ranged from -0.29 % to 1.50 %.

Results of the evaluation of technical image quality are presented in Tables [2](#Tab2){ref-type="table"} (unpaired evaluation) and 3 (paired evaluation). The overall score for image quality in the unpaired evaluation was higher for RP than FP in both views and for both radiologists and radiographers; the difference was more prominent in the CC view (*p* = 0.00; Table [2](#Tab2){ref-type="table"}). The area around the nipple was well imaged with both paddles, although radiographers rated a significantly higher proportion of images with FP as 'good' on the CC view (87.5 % vs 75.7 %; *p* = 0.00). FP further showed an improved display of the inframammary angle on the MLO view compared to RP, particularly in the scores of the radiographers (*p* = 0.00). RP showed an increased free projection of the nipple at MLO view compared to FP only according to the radiologists (*p* = 0.05), and an increased display of the pectoralis muscle for both views (CC *p* = 0.03, MLO *p* = 0.00) only according to the radiographers.

In the paired evaluation, all observers found that RP showed significantly more of the lateral and medial part of the breast in the CC view and projected the pectoral muscle wider on the MLO view (Table [3](#Tab3){ref-type="table"}). They also agreed that FP projected the glandular tissue more to chest wall side than RP, with a more prominent difference noted by the radiographers. In addition, the radiographers found that separation of breast tissue was mostly equal but otherwise more often improved with FP. Figure [2a-c](#Fig2){ref-type="fig"} show illustrations of the above-mentioned results (more examples are provided in a [supplementary video](#Sec11){ref-type="sec"}, available online).Fig. 2**a** MLO images of the right breast in one client with FP (*left*) and RP (*right*). With FP, the inframammary angle is better displayed; with RP, the pectoralis muscle is better imaged. **b** CC images of the right breast in one client with FP (*left*) and RP (*right*). With FP, the breast tissue is moved towards the chest wall side, thereby pushing some part of the retroglandular tissue off the bucky. **c** CC images of the right breast in one client with FP (*left*) and RP (*right*). With FP, the retroglandular area is smaller and less well depicted, due to a loss of contrast

An accessory finding that was reported by all observers in the open comment boxes was that contrast in the retroglandular area was considerably less with FP than RP. To gain support for this finding, we asked an independent radiologist to score the images on contrast in the retroglandular area. This radiologist was blinded for the paddle used and was not informed about the remarks of the other observers. The results showed that RP had a better contrast in 80.1 % of the cases than FP; FP showed a better contrast in 9.4 % of the cases and no difference in contrast was found in 10.5 % of the cases. The results were comparable for the CC and MLO views.

Discussion {#Sec10}
==========

In this first study on clinical performance of breast compression paddles, we found no differences in pain experience for FP compared to RP in our study setting. However, we found that RP depicted more breast tissue and showed better contrast than FP, especially in the retroglandular area. With FP, areas of fibroglandular tissue were pushed out of the image area at the chest wall side, as shown in Figs. [1](#Fig1){ref-type="fig"} and [2](#Fig2){ref-type="fig"}. This three-dimensional effect can only be noted through paired evaluation of technical image quality using the toggle (blink) mode. FP even performed slightly better in the two-dimensional projection of the posterior nipple line and projected breast area. However, these latter differences were very small, in the range of -0.29 % to 1.58 %, and not considered clinically relevant. We further calculated a slightly lower radiation dose with FP (4.5 % of mean dose), but this finding has to be interpreted with care, given the uncertainties in these estimates (see Material and Methods section).

The decreased contrast of FP at the retroglandular area is a consequence of a different distribution of light and dark areas between FP and RP. At nipple side the images with FP are darker than RP, and at the retroglandular area, the images with FP are lighter than with RP. The lighter retroglandular area with FP results in a lower perceived contrast compared to RP (see also Fig. [2c](#Fig2){ref-type="fig"}).

We were not able to confirm increased comfort for the women with FP, as suggested by some manufacturers at the introduction of flexible compression paddles. This might be partly explained by the higher compression force applied in the Netherlands (12.8 daN) than in other countries \[[@CR14], [@CR15]\]. Both in the paired and unpaired evaluation of technical image quality, we found that differences between the two paddles were mostly more prominent in the scores of radiographers, even though the direction of the difference was usually the same for both groups of observers. This could be explained by the fact that radiographers were more focused on optimal positioning, whereas radiologists were more likely focusing on whether the images were sufficient for diagnostic evaluation.

To our knowledge, only one previous study compared image quality and radiographer performance for two different compression paddles \[[@CR7]\]. In this study, Sardanelli et al. showed that biphasic compression outperformed monophasic compression. However, although monophasic compression was similar to RP in our study, the tilt in biphasic compression was opposite to FP: compression started with an angled paddle of 22.5° downward and ended when the paddle was parallel to the cassette holder. Therefore, the results of this study cannot be compared directly to our study.

The longer mean posterior nipple line and larger projected breast area with FP seem to contradict the subjective evaluation of technical image quality that was in favour of RP. With FP, breast tissue is moved from the image area at chest wall side. We hypothesize that this effect is due to the tilt angle of FP, which decomposes the applied force into a component perpendicular to the detector, which is effective for compression, and a component parallel to the detector, which is lost in pushing the breast away. The ratio of lost and effective force depends on the tilt angle. During the second part of compression with FP, the paddle tilts towards nipple side, which pushes the upper part of the breast and breast tissue backwards. However, because the skin and the lower part of the breast remain fixed on the bucky, the projected breast area for FP is not smaller compared to RP. On the contrary, the nipple side will be compressed more with FP, which can explain the small increases in posterior nipple line and projected breast area for FP compared to RP. For future comparisons of different paddles, it would be advisable to estimate breast volume instead of using two-dimensional measures as a proxy.

For the determination of radiation dose, a correct measure of breast thickness is needed. With FP, breast thickness decreases towards the nipple side, resulting in a wedge-shaped rather than a flat breast, which means that the breast dosimetry model cannot be properly applied. Dose delivery in a wedge-shaped breast will be different and would ideally require a more complex model. In our study, we found that radiation dose based on the model by Dance et al. was somewhat lower with FP compared to RP. However, the difference was small, only 4.5 %, and similar to the acceptable variation in radiation dose with respect to the stability of the mammographic unit. Had we used the radiation dose from the DICOM-header, this would have resulted in an equally small difference of 2.5 % between the two paddle types. Nevertheless, firm conclusions about differences in radiation dose are not possible.

A limitation of this study is that a structural positioning difference between RP and FP could have been introduced. This study was designed as a prospective cross-over trial with each woman serving as her own comparison. The mammographic screening examination was obtained in a routine fashion with FP except that each woman received an additional image with RP for one view, with the order of the paddles randomly assigned for the selected view. It was not possible to blind the radiographers to the paddle used, but they did receive an instruction on the importance of working objectively in order to minimize variation in positioning. In addition, we involved only three experienced radiographers who were skilled in the use of both paddles. Despite these efforts, there could still be some variation in positioning of the breast. However, due to the very small differences in the posterior nipple line distance and the projected breast area between FP and RP, we are confident that a structural positioning difference between the two paddles did not appear.

In summary, pain experience showed no difference between the two paddles. Overall, FP performed slightly better in the area of breast tissue projected, whereas RP performed better in the paired evaluation of technical image quality. However, the finding that FP removes breast tissue from the image area at chest wall side weighs heavily in our overall comparison. Further, to our knowledge, this is the first study to report that contrast in the retroglandular area is superior with RP. This area represents a clinically relevant part of the breast for the detection of cancer \[[@CR16], [@CR17]\]. A similar problem has been reported in relation to breast density measurements, where the conclusion was that software needs a correction when FP is used \[[@CR18], [@CR19]\]. On balance, we therefore recommend the use of the RP for standard mediolateral-oblique and craniocaudal views.
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